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cm^2. Also water phantom measurements were taken at 
same field sizes at source phantom distance 95 cm with 
diode(photon) and PinPoint ion chamber to use in formalism. 
Varian TrueBeam STx LINAC was used for the purpose. 
 
Results: For diode detector, correction factors were 0.993 
and 1.000 for 3x3, 4x4 cm2 at 6-X respectively and correction 
factors of 0.999 and 1.000 were found for 6-X FFF. For 
smaller field sizes, obtianed correction factors were below 
0.98 for both energies. For ion chamber at the smallest field 
size, the respective correction factors were 1.046 and 1.079 
for 6-X and 6-X FFF. At 2x2 cm2 , it was 0.971 and 0.967 for 
6-X and 6-X FFF respectively. However, with increase of field 
size, the value of correction factors for ion chamber became 




Conclusion: For ion chamber, at 1x1 and 2x2 field sizes, 
correction factors were up to 3% more or less than of 
optimum value of 1.0. Our MC calculations showed that 
Pinpoint detector required output correction factor for field 
sizes below 3x3 cm2. For diode detector this requirement 
was for field sizes below 2x2 cm^2. 
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Purpose or Objective: The Device for Advanced Verification 
of IMRT Deliveries (DAVID) is a novel, transparent 
transmission detector. It is designed for in-vivo verification 
by measuring the radiation fluence from the linac head 
during treatment. In order to investigate its properties and 
sensitivity to standard errors it was desirable to build an 
accurate Monte Carlo model of the device. In this study a 
working Monte-Carlo model of the detector was built and 
verified by comparing simulation and measured signals from 
simple square fields as well as complex IMRT and VMAT 
fields.  
 
Material and Methods: All results were collected on an 
Synergy linear accelerator (Elekta AB, Stockholm, Sweden) 
equipped with an MLCi2 collimator. All treatment plans have 
been delivered as clinical treatments in the department and 
were generated by the Monaco 3.3 TPS (Elekta AB, 
Stockholm, Sweden). The Monte Carlo simulation of the linac 
and DAVID used BEAMnrc and DOSXYZnrc. 
The DAVID is a transmission style detector, specific to the 
linac (MLC) model. As the MLCi2 collimator has an 80 leaf (40 
leaf pairs) MLC; the DAVID used in this work had 40 wires. 
These collection wires are held in a 2mm thick vented air gap 
that is encased by two polymethyl methacrylate (PMMA) 
plates, each 4mm thick. On the inside of the PMMA a thin 
layer of aluminium is been evaporated on to the inner 
surfaces; this layer is thin enough so that the device remains 
optically transparent, but thick enough to maintain a 
potential of 400V between the plates and the collection 
wires. Ionisation charge in the air gap, as a consequence of 
primary and scattered radiation, migrates towards the 
collection wires under the influence of the potential, each 
wire having a collection area of 0.03 cm3 per centimeter of 
length.  
It was shown that the collection wires had a negligible effect 
on the dose deposited in the collection volume allowing the 
DAVID to be modeled as two 4mm slabs of Perspex separated 
by a 2mm air gap.  
 
Results: The DAVID signal measured on the linac was shown 
to be repeatable and stable. All simulated results were shown 





Conclusion: The Monte Carlo model of the DAVID works well 
for both simple and complex deliveries. The model will 
provide a useful tool for investigating the sensitivity of the 
DAVID to linac faults. These can easily be simulated for a 
variety of cases in the Monte Carlo model. 
 
EP-1505  
Comparison of two unshielded diodes for commissioning of 
Cyberknife 
E. Gershkevitsh
1North-Estonian Regional Hospital Cancer Center 
Radiotherapy, Radiotherapy, Tallinn, Estonia 
1, G. Boka2 
2Riga East University Hospital- Clinic of Therapeutic 
Radiology and Medical Physics, Clinical Medical Physics and 
Dosimetry, Riga, Latvia 
 
Purpose or Objective: The aim of this study was to evaluate 
the suitability of two recently launched unshielded diodes for 
commissioning of CyberKnife (Accuray Inc., Sunnyvale, CA) 
system. 
 
Material and Methods: IBA Razor (IBA dosimetry GmbH, 
Schwarzenbruck) and PTW SRS 60018 (PTW Freiburg, 
Freiburg) diodes were used to commission CyberKnife M6 
unit. TPR/PDD, OCR and output factors for 12 stereotactic 
cones (range 5-60mm) were measured with both detectors 
using PTW MP3-M water tank. The measurement results were 
compared between each other and with the composite data 
from the manufacturer. 
 
Results: Output factors measured with both diodes agreed 
within 1% to the manufacturer supplied uncorrected data for 
all cones except 5 mm. For 5 mm cone differences of up to 
2.3% were observed. Output factors for 5 mm cone were also 
compared with published Monte Carlo data and correction 
factors for PTW SRS 60018 and IBA Razor diodes are 0.95 and 
0.94, respectively were noted. The difference is being larger 
for IBA Razor diode. For all other cones the correction for IBA 
